lonizer Verification Sequence Number:

Air lonizer Verification Record
(i1 4% foQ

WORKING STANDARD USED

TAssetiSO# Manufacturer: | Model: Serial No | Calibration Date. | Calibration Due: | Calibration By,
| |
25171 o | Tis £779 2-20-0% %-20.99,  TPL
! g AIR IONIZER INFOEMATION
[ Asset/|SO & . Manufacturer: [ Maodel: Serial No. “erification Date Verification Due: | Valriﬂc/?&:in By: i
| 28455t | zes 6442 | %] | 92508 | 2-4-09 | 9 |
i Inspector: | Lacation: | Owner; Fail: YiM 7 Cleanad: ¥/N 7 Adjusted: Y/N? | Prior Sequence# |
| Hinl D7 | JIGE:?]D? Martha C. p/ N N 0%-0l/ |
S DROEIAIN. | . S
| HBM Sensitivity Lavel 50 {from Table 1)
Fan cantroller setting: LC?‘VJ (High, Low, NA)
| 1!
Distance of ionizer from the charge plate: 12
lonizer Float Potential Tolerance  + 50 vdc.  (from Table 1)
Measured Float Potential values recorded below.
1 g2 | " 3 4 [ 5 Comments: :
] 1
: 0 Vde lo Ve | o Vdo 0 V. |[ jo Vo |
S ———— S e S I
lonizer Discharge Voltage Range: £ 1000Vde to <t S0 v {fram Tabla 1)
lonizer Discharge Time Tolarance: Q < seconds. (frarm Table 1)
| Measured Discharge Time in second(s) and recorded values below.
1(+1000 to +Vdc) | 2 (+1000 ta +Vdc) | 3 (+1000 to +Vdc) | 4 (+1000 ta +Vdc) | 5(+1000 to +Vdc) | Comments. ==
| 4.9 sec 5.2 sec | 5 [ e I 5% sec| 45 sec
[ 11-1000 to -Vde) [ 2(-1000to Vdc) | 3(-1000ta -Vdc) | 4(-1000 to -Vdc) | 5(-1000 to -Vde) | Comments |
| ! ; : .
| 6.2 sec | Gl e 5. T sec ; 5. tz sec 57 Seif_

" Record any corrective action required to restored ionizer operation (cleaning, adjustment, replacement, etc |

! If lonizer was replaced, indicate below the identification of replacement.

Asset/|S0O #:

Manufacturer:

Model:

Sequence number for verification of replacement lonizer:

Record inspection schedule and rational for that schedule.

Senal No.:




